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Abstract: A grating-assisted trimodal interferometer biosensor is proposed and numerically analyzed.
A long period grating coupler, for adjusting the power between the fundamental mode and the second
higher order mode, is investigated, and is shown to act as a conventional directional coupler for
adjusting the power between the two arms. The trimodal interferometer can achieve maximal fringe
visibility when the powers of the two modes are adjusted to the same value by the grating coupler,
which means that a better limit of detection can be expected. In addition, the second higher order
mode typically has a larger evanescent tail than the first higher order mode in bimodal interferometers,
resulting in a higher sensitivity of the trimodal interferometer. The influence of fabrication tolerances
on the performance of the designed interferometer is also investigated. The power difference between
the two modes shows inertia to the fill factor of the grating, but high sensitivity to the modulation
depth. Finally, a 2050 2π/RIU (refractive index unit) sensitivity and 43 dB extinction ratio of the
output power are achieved.
Keywords: trimodal waveguide; biosensors; long period grating; polymer waveguide
1. Introduction
Integrated photonic biosensors have demonstrated their great potential for clinical, chemical
and biological diagnostics in the past years. They have many advantages, such as high sensitivity,
compact dimensions, mechanical stability, and immunity to electromagnetic interference [1,2].
Moreover, they are suitable for point-of-care systems, as they can realize label-free, real-time
monitoring, and they can be integrated into a lab-on-a-chip. Many structures have been demonstrated
such as Mach–Zehnder interferometers (MZIs) [3], microring resonators [4–6], photonic crystals [7,8],
and plasmonic structures [9,10]. Among them, the MZI biosensor is one of the most attractive structures,
because it is simple and easy in design, fabrication, and measurement. Meanwhile, it can achieve a
high sensitivity and a small limit of detection (LOD) [2].
A conventional MZI biosensor is composed of two arms: a sensing arm and a reference
arm. Enough spatial separation between the two arms is required to prevent evanescent coupling.
In order to improve the performance, MZI biosensors have been demonstrated on various waveguides,
such as strip and rib waveguides [11], arrow waveguides [12], plasmonic waveguides [13], and slot
waveguides [14]. A novel structure, a bimodal interferometer, was proposed and demonstrated in
2011 by the group of Prof. Lechuga [15]. Unlike the interference between the two different arms of
the conventional MZI structures, the interference is obtained between the fundamental mode and the
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vertical first higher order mode in the bimodal interferometer. As the environmental changes can affect
the effective indices of the two modes differently, there will be a phase difference after propagation
through the sensing region which modulates the output power. However, the fabrication process of the
bimodal vertical waveguide is quite complicated, as two steps of lithography and etching are required
to fabricate the discontinuous junction. In addition, the input power is split equally between the two
arms in a conventional MZI, in order to give maximal fringe visibility, which influences the LOD.
However, the discontinuous part in a bimodal interferometer cannot act as a 3 dB splitter. In order to
solve this problem, the grating assisted bimodal waveguide was proposed [16].
In order to simplify the fabrication process, a lateral bimodal waveguide interferometer was
proposed and demonstrated [17]. As it has the same height everywhere, the two steps of lithography
and etching are avoided, which makes the fabrication much simpler. Furthermore, the coupling
ratio between the two lateral modes and the input light is adjusted by changing the position of the
single mode waveguide. However, there is a large insertion loss as the input single mode waveguide
is located away from the bimodal waveguide center to provide the same power to the two lateral
modes. In 2015, a trimodal waveguide was proposed, which makes use of the interference between the
fundamental mode and the second higher order mode. As the second higher order mode has a larger
evanescent tail than the first higher order mode, it can reach a higher sensitivity [18]. However, if the
single mode waveguide is not in the middle of the trimodal waveguide, the first higher order mode
will be excited, which will affect the interference between the fundamental mode and the second higher
order mode. As a result, the coupling efficiency between the two modes and the input light cannot be
adjusted anymore by changing the position of the input waveguide. The suffered fringe visibility will
influence the LOD.
In this article, we propose a modified trimodal waveguide interferometric biosensor. The new
trimodal interferometer utilizes long period gratings (LPGs) as the couplers at input and output ports.
The LPG couplers can adjust the power ratio between the fundamental mode and the second higher
order mode without exciting the first higher order mode. When the 3 dB splitter and the combiner
have been optimized by changing the LPG parameters, a maximal fringe visibility is achieved without
extra insertion loss. The extinction ratio of the output power can be improved by 36 dB compared to
that of the conventional trimodal interferometer, which results in a better LOD. The design is based on
a polymer (ma-P 1205 from Micro Resist Technology) which can provide cost effectiveness and mass
production at the same time. Moreover, the polymer is easily functionalized, which is necessary for
biosensors [19].
2. Principle of LPG Assisted Trimodal Interferometer
The schematic of the trimodal interferometer is shown in Figure 1a. The interferometer is
composed of single mode waveguides as in/output ports, a trimodal waveguide for sensing, and LPGs
as splitter/combiner. Only transverse electric (TE) polarization is considered for the sake of simplicity,
as the transverse magnetic (TM) polarization works similarly. A polymer (ma-P 1205) is chosen as
the core layer, which is transparent at both the visible and infrared wavelengths. The under cladding
layer is SiO2, and the upper cladding layer is assumed to be water, which is usually used as solvent in
biosensing. All the simulations are executed near the wavelength of 633 nm as the water absorption at
this wavelength is much lower than at the infrared wavelength. The refractive index of ma-P 1205 is
1.644 at this wavelength. As the higher order mode is supported laterally, the trimodal interferometer
has the same thickness everywhere, which simplifies the fabrication process. Moreover, as the higher
mode distributes laterally, the interaction between the light and the analyte on the top surface has been
enhanced, which makes it suitable for specific detection. The cross-sections of the single waveguide
and the trimodal waveguide are also illustrated in Figure 1b,c, respectively.
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Figure 1. (a) Schematic of trimodal interferometer; (b) Input single waveguide cross-section;
(c) Trimodal waveguide cross-section.
The trimodal interferometer can act as a normal MZI interferometer. For conventional trimodal
interferometer, light is launched into the input waveguide and the power is coupled to the Ex11 mode
and the Ex13 mode at the discontinuous junction. As the input waveguide is in the middle of the
trimodal waveguide, no Ex12 mode is excited. The interference pattern is from the E
x
11 mode and the
Ex13 mode in the same pathway, instead of two different physical pathways. As the two internal modes
have different responses from the environment changing, a phase shift happens between the two
modes when the environment refractive index changes, which finally modulates the output power.
It is well known that the output power reaches maximal fringe visibility, which influences the LOD
when different modes have the same power. After the sensing area, the interference happens at the
second discontinuous junction. However, just about 10% power is coupled into the Ex13 mode for
normal trimodal interferometer, which results in bad fringe visibility and LOD. In addition, the power
coupled to the Ex13 mode cannot be adjusted by controlling the position of the input waveguide as
bimodal interferometer does, because the Ex12 mode will be excited when the input waveguide is not at
the middle. In this article, LPG has been designed to adjust the power of different modes. As shown
in Figure 1a, light is launched into the input waveguide and split equally into the Ex11 mode and the
Ex13 mode by the discontinuous junction and the LPG splitter, resulting in maximal fringe visibility.
After propagating through the sensing area, a phase difference will exist between the two modes,
which finally modulates the output power. The LPG combiner and the second discontinuous junction
intermix the two modes and couple the light to the single mode waveguide.
3. Sensitivity of the Trimodal Interferometer
The sensitivity of Interferometer structures is usually defined by the phase difference between















where n0e f f and n
2
e f f are the mode effective indices of the E
x
11 mode and E
x
13 mode and they are
calculated at different ncl through mode solution with a finite difference mode solver (Mode Solution
package from Lumerical Solutions, Inc., Vancouver, BC, Canada). After linear fitting, ∂n0e f f /∂ncl
and ∂n2e f f /∂ncl can be obtained. Lsensing is the total length of the sensing region, λ is the free space
wavelength, and ncl is the refractive index of the environment. The sensitivity is determined by the
waveguide structure. The relationship between sensitivity and waveguide width, w, under different
waveguide height, h, is calculated and shown in Figure 2.
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Figure 2. The relationship between sensitivity and waveguide width, w under different waveguide
height, h.
The sensing area length is considered as 15 mm, which is usually adopted in polymer-based
interferometer biosensors. It can be seen that the sensitivity will increase and then decrease with
increasing w. There is an optimal sensitivity for each h. It reaches the maximal value, 2050 2π/RIU,
when w = 1.30 µm and h = 550 nm, which are adopted in the further simulations. It is much larger than
for the bimodal interferometer reported in [17,18], which is due to larger evanescent tail of the second
higher order mode. It enhances the interaction between the light and the environment.
4. Design of the LPG Coupler
The schematic of the LPG coupler is shown in Figure 3. Light from the input waveguide will
first pass through the discontinuous junction, which is the same as the coupler in the normal trimodal
interferometer. The following LPG can further adjust the power of the different two modes. The use
of an LPG has been a well-known way to excite higher order modes in fiber optics. The higher order
mode can be excited when the period of the grating, Λ is chosen to bridge the gap between the wave
vectors of the fundamental and the higher order mode, i.e.,
Λ =
λ




λ is the free space avelengt , t x11
x
13 . The coupling efficiency, κ, is d termined by the parameters of the LPG: period
(Λ), modulation depth (e), number of periods ( p), and fill factor ( itch/period). Λ is calculated as
5.4 µm f om Formula (1), s n0e f f and n
2
e f f can be obtained by Mode Solution softwar , as mentioned
above. As the calculated Λ is no that accurate from the formul , an optimization using a l
i i I .,
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x
1
l ost al the power is coupled to Ex13 from E
x
11, when Λ is equal to 5.34 µm. The simulation is carried
out at np = 71.
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Figure 4. Change in the power of the fundamental mode and the first higher mode with the grating 
period with the period number being equal to 71. 
The length of the LPG or the number of periods (np) also contribute to the coupling efficiency 
between the E11𝑥𝑥  mode and the E13𝑥𝑥  mode. The relationship between the power of the two modes 
and np is shown in Figure 5. The coupling efficiency between the E11𝑥𝑥  mode and the E13𝑥𝑥  mode has 
been calculated without considering the input single mode waveguide. The input mode is chosen as 
the E11𝑥𝑥  mode. The power of both modes fluctuates sinusoidally with np, and the LPG acts similarly 
as a directional coupler. One difference is that the coupling efficiency can be adjusted by the grating 
length or the number of periods in an LPG. Another is that the total power decreases with increasing 
np, due to the excitement of some radiation modes. It can be seen that both of the modes have the 
same power at np = 44. Figure 5a illustrates the propagating fields for the E11𝑥𝑥  mode and the E13𝑥𝑥  
mode propagating in the trimodal waveguide with the same power at np = 44. Figure 5b illustrates 
the propagating field for only the E11𝑥𝑥  mode propagating at np = 0 as no power is coupled to the E13𝑥𝑥  
mode. Figure 5c illustrates the propagating field for only the E13𝑥𝑥  mode propagating in the trimodal 
waveguide at np = 88. From Figure 5c, it can be seen that the fundamental mode power has been 
coupled completely to the E13𝑥𝑥  mode. As the simulations used a bidirectional eigenmode expansion 
solver (EME), just one period of the grating structure needs to be drawn in the simulation model (the 
part in the red rectangle). The grating part can be simulated through repeatedly calculating this period.  
Figure 3. Schematic of a long period grating coupler.
Actuators 2018, 7  x FOR PEER REVIEW  5 of 9 
 
 
Figure 3. Schematic of a long period grating coupler. 
 
Figure 4. Change in the power of the fundamental mode and the first higher mode with the grating 
period with the period number being equal to 71. 
The length of the LPG or the number of periods (np) also contribute to the coupling efficiency 
between the E11𝑥𝑥  mode and the E13𝑥𝑥  mode. The relationship between the power of the two modes 
and np is shown in Figure 5. The coupling efficiency between the E11𝑥𝑥  mode and the E13𝑥𝑥  mode has 
been calculated without considering the input single mode waveguide. The input mode is chosen as 
the E11𝑥𝑥  mode. The power of both modes fluctuates sinusoidally with np, and the LPG acts similarly 
as a directional coupler. One difference is that the coupling efficiency can be adjusted by the grating 
length or the number of periods in an LPG. Another is that the total power decreases with increasing 
np, due to the excitement of some radiation modes. It can be seen that both of the modes have the 
same power at np = 44. Figure 5a illustrates the propagating fields for the E11𝑥𝑥  mode and the E13𝑥𝑥  
mode propagating in the trimodal waveguide with the same power at np = 44. Figure 5b illustrates 
the propagating field for only the E11𝑥𝑥  mode propagating at np = 0 as no power is coupled to the E13𝑥𝑥  
mode. Figure 5c illustrates the propagating field for only the E13𝑥𝑥  mode propagating in the trimodal 
waveguide at np = 88. From Figure 5c, it can be seen that the fundamental mode power has been 
coupled completely to the E13𝑥𝑥  mode. As the simulations used a bidirectional eigenmode expansion 
solver (EME), just one period of the grating structure needs to be drawn in the simulation model (the 
part in the red rectangle). The grating part can be simulated through repeatedly calculating this period.  
Figure 4. Change in the power of the fundamental mode and the first higher mode with the grating
period with the period number being equal to 71.
The length of the LPG or the number of periods (np) also contribute to the coupling efficiency
between the Ex11 mode and the E
x
13 mode. The relationship between the power of the two modes and
np is shown in Figure 5. The coupling efficiency between the Ex11 mode and the E
x
13 mode has been
calculated without considering the input single mode waveguide. The input mode is chosen as the
Ex11 mode. The power of both modes fluctuates sinusoidally with np, and the LPG acts similarly as a
directional coupler. One difference is that the coupling efficiency can be adjusted by the grating length
or the number of periods in an LPG. Another is that the total power decreases with increasing np, due to
the excitement of some radiation modes. It can be seen that both of the modes have the same power at
np = 44. Figure 5a illustrates the propagating fields for the Ex11 mode and the E
x
13 mode propagating
in the trimodal waveguide with the same power at np = 44. Figure 5b illustrates the propagating
field for only the Ex11 mode propagating at np = 0 as no power is coupled to the E
x
13 mode. Figure 5c
illustrates the propagating field for only the Ex13 mode propagating in the trimodal waveguide at
np = 88. From Figure 5c, it can be seen that the fundamental mode power has been coupled completely
to the Ex13 ode. As the simulations used a bidirectional eigenmode expansion solver (EME), just one
period of the grating structure needs to be drawn in the simulation model (the part in the red rectangle).
The grating part can be simulated through repeatedly calculating this period.
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Figure 5. Variation of the fundamental mode and the second higher mode power with number of
periods and propagating field pictures for (a) the Ex11 mode and the E
x
13 mode having the same power,
(b) just Ex11 mode propagating in the trimodal waveguide, and (c) just E
x
13 mode propagating in the
trimodal waveguide.
Before the light enters into the LPG coupler, it has already been coupled to the two modes to a
certain degree by the discontinuous junction. The design of the LPG should take this initial power
ratio into account. At the discontinuous junction, the powers coupled to the Ex11 mode and the E
x
13
mode are 79% and 11%, respectively, while 10% of the input power dissipates at the discontinuous
junction. In order to achieve a 3 dB splitter, the number of periods is estimated at np = 26. At this point,
the Ex11 mode and the E
x
13 mode get 42% and 43% of the power, respectively. The critical equality is not
achieved as the number of periods must be an integer.
5. Performance and Fabrication Tolerance Analysis
After propagating through the sensing region, the two modes will interfere with each other at
the same LPG and discontinuous junction and the light is then exported to the output waveguide.
The output power will be modulated by the phase difference between the two modes resulting from





I0 + I2 + 2
√
I0 I2 c s( ϕ)
)
(3)
ere I0, I2 and Iout are the power of the Ex11 mode, and the E
x
13 mode and the output power, respectively.
∆ϕ is the phase difference between the two incident modes after propagating through the sensing
area. The spectrum will suffer if the powers of the t o different mo es do ot carry the same power,
especially for the conventional trimodal interfero eter as just 11% power is coupled into the Ex13 mode.
The bad fringe visibility will affect the LOD.
he o t t o er s ectr n er ifferent o er ratios of the inci ent o es are sho n in
Fig re 6. dB is adopted as the unit of the output power, which is usually used in the detection,
and the input power is assumed as 0 dBm. The extinction ratio of the output power for the conventional
tri odal interfero eter ith the po er ratio, 11 /79 , is about 7 dB, hile it is about 43 dB for the
odified tri odal interfero eter in this ork ith the po er ratio, 42%/43 , hich is achieved by
the opti ize P fro chapter 4. It is ell kno n that the fringe visibility or the extinction ratio
influences the L , as a high extinction ratio can suppress the influence of noise [18]. or ally the
L deterioration influenced by bad fringe visibility, or the extinction ratio can be neglected when it
is larger than 15 dB [20]. The output power spectrum for the power ratio, 30%/50%, is also illustrated
in Figure 6, and gives a 20 dB extinction ratio.
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The influence of fabrication tolerances on the performance of LPGs has b en investigated as well.
Nor ally, polymer waveguide is fabricated by UV lithography or nanoimpri ting, and the fabrication
tolerance on the period is negligible. Th refore, only the tolera ce on the fill fact r and the modulation
d pth are investigated. Figur 7a,b illustrate the different mod powers as function of fill factor and
modulati n depth.
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It can be seen that the mode powers are insensitive to the fill factor. The difference between the
two mode powers stays within a 20% deviation, which gives a good enough fringe visibility for a
fill factor between 0.28 and 0.70 and means that the wider part of the grating can change in length
from 1.5 µm to 3.7 µm. However, the powers of the two modes are more sensitive to the modulation
depth. Moreover, the insertion loss is also affected by modulation depth. In order to keep the power
difference of the two modes within 20% and the output power larger than 70%, the modulation depth
should be 10 ± 3 nm. The fringe visibility of the entire splitter composed of the discontinuous junction
and the LPG was also calculated versus the wavelength. The difference between the mode powers
stays within 20% for a 20 nm wavelength window, which is enough for the biosensing.
6. Conclusions
A novel trimodal waveguide interferometric biosensor has been numerically demonstrated. It is
more sensitive than a conventional bimodal interferometer biosensor, as the second higher order mode
has deeper evanescent wave. For interferometric sensors, the two arms (two different modes in this
Sensors 2018, 18, 1502 8 of 9
article) should have the same optical power, in order to get maximal fringe visibility. In a lateral
bimodal interferometer, the mode power ratio can be adjusted by controlling the location of the single
mode input waveguide to get a maximal fringe visibility. However, this method cannot be applied
for a trimodal waveguide interferometer, as the first higher order mode will be excited as well when
the input waveguide is not in the middle. Moreover, this method also brings large insertion loss.
A long period grating coupler has been investigated as an alternative. It can adjust the power of the
fundamental mode and the second higher order mode without exciting the first higher order mode
with a low insertion loss. It works similarly to the directional coupler, which can adjust the power
in the two arms. Using such a long period grating, the interferometer can achieve maximal fringe
visibility by adjusting the power of the two modes, which can improve the LOD. The fabrication
tolerances were also studied. The power difference between the two modes is insensitive to the fill
factor and sensitive to the modulation depth. On the other hand, the power difference can stay within
20%, which allows a good fringe visibility for a 20 nm wavelength window. Finally, the sensitivity
reaches 2050 2π/RIU for a 15 mm sensing region. It is much larger than for bimodal interferometer
biosensors which have been reported. A 43 dB extinction ratio is achieved, which is 36 dB larger than
for a conventional trimodal interferometer, and a better LOD can be expected.
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